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THE TIROS LOW RESOLUTION RADIOMETER 

Frank Bartko, Virgil Kunde, 
Clarence Catoe, and Musa Halev 

Goddard Space Flight Center 

SUMMARY 

The Tiros II, III, and IV (1960 ~1, 1961 pl and 1962 ~1) meteor- 
ological satellite experiments included a low resolution infrared radi- 
ometer of broad spectral and spatial response designed to measure the 
planetary heat budget of the earth. The radiometer consisted of two 
thermistor detectors, each mounted at the base of a reflective cone. 
One detector was coated black and was sensitive to reflected solar and 
long wave terrestrial radiation. The second detector was coated white 
and was sensitive primarily to the long wave terrestrial radiation. 
Simultaneous evaluation of the energy balance equation for each de- 
tector yields the earth’s apparent blackbody temperature and albedo. 

The first portion of this paper presents the physical and optical 
characteristics of the radiometer, the calibration, and the procedure 
for determining the coefficients of the energy balance equations from 
the calibration data. The second portion of the paper discusses the 
procedure for reducing the data and presents an error analysis of the 
radiation data from a Tiros III orbit. Efforts to improve the perform- 
ance of the low resolution radiometer and a summary of the status of 
the low resolution radiometer program are also presented. 
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Resistance of constant value 
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Sensistor resistance 

Sensistor resistance 

Sensistor resistance for the detector leg of the black detector network 

Sensistor resistance for the fixed resistance leg of the black detector network 

Sensistor resistance for the fixed resistance leg of the white detector network 

Sensistor resistance for the detector leg of the white detector network 

Black thermistor detector equilibrium temperature 

Housing temperature of the medium resolution radiometer 

Oscillator temperature 

Apparent earth blackbody temperature, corresponding to the thermal emission receivecf 
from the earth’s surface and intervening atmosphere, averaged spatially over the solid 
angle defined by the field of view and averaged spectrally over the thermal spectrum 

Quartz window temperature 

Radiometer housing temperature 

Thermistor detector equilibrium temperature 

White thermistor detector equilibrium temperature 

Transmittance of the quartz window’ 

Thermocouple voltage representing the blackbody cavity temperature 

Thermopile response due to H, 

Thermopile response due to Wsp 

Thermopile response due to Wbp 

Total radiant emittance from the earth 

Radiant emittance of the diffuse paper due to tungsten bulb irradiance 

Radiant emittance of the diffuse paper due to solar irradiance 

Spectral absorptance of the painted thermistor detector 

Spectral emissivity of the detector 

Stefan- Boltzmann constant 

Spectral response of the radiometer 
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vi 



THE TIROS LOW RESOLUTION RADIOMETER 

Frank Bartko, Virgil Kunde, 
Clarence Catoe, and Musa Halev 

Goddard Space Flight Center 

INTRODUCTION 

The Tiros II, III, and IV (1960 nl, 1961 pl, and 1962 pl) meteorological satellites each con- 
tain two television cameras, a medium resolution scanning radiometer, a low resolution non- 
scanning radiometer, and a University of Wisconsin heat balance experiment. The resolution 
description (medium or low) refers to both the spectral and spatial optical characteristics of the 
radiometers. The television cameras and medium resolution radiometer have been described 
elsewhere (References l-4). This paper is concerned only with the low resolution nonscannklg 
radiometer. The mean orbital characteristics for the Tiros satellites with an operational low 
resolution radiometer on-board are listed in Table 1. 

The low resolution radiometer was designed to measure thermal and reflected solar radiation 
emanating from the earth. From these two quantities, the apparent blackbody temperature and 
the albedo of the earth can be determined. A study of these data over an extended period of time 
shows, in principle, how the incoming solar energy is utilized by the earth. Such quantitative 
measurements could hopefully provide a firm foundation for a better study of the earth’s overall 
energy budget. The basic principles of the experiment have been described by Hanel (Reference 5). 
The radiometer characteristics, the calibration procedures, and the reduction of calibration and 
orbital radiation data are presented 
here. The limitations of the radi- 
ometer and efforts to remove these 
limitations are also discussed. 

The physical basis of the ex- 
periment is provided by the consid- 
eration of the steady state energy 
gains and losses experienced by a 
thermistor detector exposed to the 
earth from a satellite about 765 km 
above the surface. The low resolu- 
tion radiometer consists of two such 

Satellite 

Tiros II 

Tiros IIl 

Tiros IV 
. 

1 

Table 1 

Tiros Mean Orbital Characteristics. 

Launch 
Date 

11/23/60 

7/12/61 

2/8/62 

Perigee 
Altitude 

(km 

620.6 

740.5 

710.3 

? 2 

! I 

: 

~.- 
4pogee 
Utitude 

(W 

815.6 

844.7 

lnomalistic 
Period 
Wn) 

98.27 

Orbital 
inclination 
(degrees) 

48.53 

48.30 
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thermistor detectors housed in the Tiros satellite structure. In the vacuum environment, the 
steady state thermal balance of each detector is given by Hanel (Reference 5) as 

et uTt4 = K, UT: + KzuT2 + K(TS -Tt) + K, SAsinB , 

where the left side is the radiative energy loss of the thermistor detector at an equilibrium tern- 
perature T, and emissivity ct. The first and second terms on the right represent the radiative 
coupling of the detector with the earth at an apparent blackbody temperature Te and the radiom- 
eter housing at a temperature TS, respectively. The third term on the right represents the con- 
ductive coupling with the satellite structure, and the fourth term is the earth’s reflected solar 
radiation, where s is the solar constant, A is the albedo, as defined below, and B is the solar ele- 
vation angle at the center of the viewed area. It is necessary to include the coupling of the 
detectors with the satellite since it is impossible to thermally isolate the detectors completely 
from the satellite structure. The thermal coefficients of proportionality, K,, K~, and K, and the 
proportionality coefficient for reflected solar radiation, K, , include the geometrical and optical 
characteristics of the detectors. 

Dividing Equation 1 by et 0 yields the convenient form 

Tt4 = k, ~~4 + k, TS4 t k,’ (TS - Tt) + k, SA sinB 

In Equation 2 the albedo is the reflectance of the area on the earth viewed by the radiometer, 
averaged spatially over the solid angle defined by the field of view and averaged spectrally over 
the solar spectrum. The apparent earth temperature is the blackbody temperature correspond- 
ing to the thermal emission received from the earth’s surface and intervening atmosphere, 
averaged spatially in the same manner as for the albedo and averaged spectrally over the 
thermal spectrum. When the boundary conditions s = 0 and T, = T, q TB are applied, then 
k, +k, = 1.0. 

If the T,‘s and TS’s are measured and the k’s are determined by calibration, the solution of 
two such equations for two detectors of sufficiently different optical characteristics will yield the 
desired values of Te and A. The instrument considered here was designed to provide for each 
detector values of approximately 0.9 for k, and about 0.1 for k,. 

The low resolution radiometer is mounted on the baseplate of the Tiros satellite so that it 
views the earth along the direction of the satellite spin axis. The location of the radiometer can 
be seen in Figure 1. The spin-stabilized satellite is space oriented so that the radiometer has its 
field of view filled by the earth for a maximum time of l/5 of the orbital period. The geometry 
of the viewing area at different parts of the orbit is shown in Figure 2. The orientation and shield- 
ing provided by the satellite are such that the detectors should never receive direct solar 
radiation. 
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Figure 1 -Tires meteorological 

satellite. A wide angle tele- 

vision lens protrudes from the 
baseplate and the round aper- 

ture near the top of the photo- 
graph is the location of the low 
resolution radiometer. 

DESCRIPTION OF THE RADIOMETER 

The radiometer structure is illustrated in 
Figure 3 which shows a front view of the in- 
strument (Reference 4). Two highly aluminized 
truncated Mylar cones are mounted on a 3 in. 
diameter, gold-plated, aluminum plate. At the 
base of each cone is mounted a thermistor de- 
tector fastened to the mylar base by a grid of 
fibers of low thermal conductivity. The fiber 
strength has proved to be more than sufficient 
as evidenced by numerous successful vibration 
tests on the radiometer. The two thermistors 
comprise the heart of the instrument. The re- 
sistance of these detectors is a function of the 
energy flux which they absorb. The responseis 
the value of the resistance of the detector, 
which is further processed by additional elec- 
tronics and transmitted to the earth. Further 

Figure 2-Examples of the viewing area of the low 

resolution radiometer. 

3 



Figure 3-The low resolution radiometer. The white thermistor detector can be seen at the base of 

the aluminized cone on the right. The black thermistor detector is located in the cavity on the left. 

details will be described below. Each of the two platinum electrical leads attached to each detec- 
tor winds about one of the mounting grid fibers and passes through the base of the cone wall to a 
network of three additional resistances. Since the response is the value of the detector resistance, 
three additional resistances are provided to compensate for effects due to housing temperature 
changes on the detector. The network is illustrated by Figure 4. R, is the resultant resistance of 
the four element network consisting of resistances of the thermistor detector (R,) , two sensistors 
(si, sj), and a fixed resistance (RO) . 

The resistance values and their temperature coefficients are chosen to give the best com- 
pensation for housing temperature effects on the detector. The wire-wound resistance R, is given 
a fixed value which is independent of temperature. The response of each detector is actually 

found by calibrating R, as a function of housing 
temperature and target temperature and then 

Figure 4-Schematic of the resistance network for the 

thermistor detector of the low resolution radiometer. 

R, is the resultant resistance of the four-element network 
The radiometer housing temperature is de- 

consisting of resistances of the thermistor detector R,, 
termmed from the resistance R, of a network 

two sensistors Si and Sj , and a fixed resistance RO. consisting of a thermistor and a fixed resistor 
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connected in parallel. A back cover plate is provided to protect the delicate construction of the 
cones and the electrical components. The surfaces of the cover plate are highly polished to min- 
imize radiation coupling with the satellite. The total weight of the instrument is 46.3 gm. A 
schematic of the radiometer is shown in Figure 5. 

The most important optical characteristics of the radiometer are its spectral sensitivity, 
field of view, and response time. It was attempted to tailor each of these quantities to the desired 
objectives of the experiment and to make them compatible with the Tiros satellite. 

The spectral characteristics of the radiometer were determined by coatings of paint applied 
to each detector. These characteristics were based’on the following considerations. The total 
radiant emittance, W, emanating from the earth consists of two spectral components, expressed 
quantitatively by 

W = ‘earth emission (h’4~) ’ ’ reflected solar radiation (h<4P) 

OF COVER 

Figure 5-Schema,tic of the low resolution radiometer. R S S andR 

comprise the network resistances for the black cone and R+ tb,‘S31,‘S4t and Rob 

comprise the network resistances for the white cone. The h”ousing tempera&% 
TS is determined from the resistance R, of a separate thermistor and an as- 

sociated fixed resistance R 
Oh’ 



The values of these components can be obtained by measuring each separately or measuring the 
total and one of the components. In the present case the total energy and the terrestrial emission 
were selected for measurement. One thermistor was coated with a black paint designed to absorb, 
as uniformly and completely as possible, radiation over all wavelengths of the spectrum. The 
second thermistor was painted white in order to absorb primarily the terrestrial emission and be 
spectrally blind to the reflected solar radiation from the earth. The differences in temperatures 
of these thermistors then provide a means for calculating the values of T, and A. 

The field-of-view characteristics of each detector are determined by the angular aperture of 
the cone and the ratio of cone length to detector radius. The half-angle of the cones is about 2’7 
degrees and was chosen to: (1) optimize the radiation exchange of the detectors with the earth’s 
surface, (2) provide integrated values for quantities that are averaged over large areas, and (3) 
view an area on the earth comparable in size with that viewed by the television cameras. At the 
altitude of the Tiros satellites (Z765 km), when the satellite spin axis is coincident with the local 
vertical of the earth, circular areas of approximately 870 and 1050 km in diameter are viewed by 
the radiometer and wide-angle television camera, respectively. 

The time response of each detector is directly proportional to its thickness. This includes 
the thickness of the actual detector and that of the paint. The value chosen for the time constant 
had to be compatible with the radiometer field of view and the orbital velocity of Tiros. The de- 
sign figure for the radiometer was about 30 set and measurements indicate a value of about 35 sec. 

XALIBRATION MEASUREMENTS 

The values of the thermal and reflected solar radiation coefficients of the heat transfer equa- 
tion must be imown as accurately as possible. Since these coefficients involve the geometric and 
optical parameters of the radiometer in a complex fashion, an empirical method is the best means 
for obtaining their values. 

While the radiometer is viewing the earth, the energy flux incident upon the radiometer con- 
sists of the thermal emission from the earth and its atmosphere (4 to 40~) and the reflected solar 
radiation (0.2 to 4~). It is quite difficult to simulate these components in a realistic fashion with 
a single standard calibration source. As a result, the calibration was separated into two parts, 
each of which could be handled by separate standard calibration sources. In each part, the cal- 
ibration consisted of placing the radiometer in a small vacuum chamber and exposing each detec- 
tor to a target of known and variable radiant emittance. A vacuum environment is necessary 
since the heat balance of the detectors had to be controlled by radiative processes during calibra- 
tion just as it is in the vacuum environment in orbit. If air were present about the detector, the 
conduction of heat to and from the detector by the air would overshadow the heat transfer by 
radiation. Vacuum chamber pressures of 10-S mm Hg were used for the calibration of the in- . 
strument. The housing temperature of the radiometer became a parameter and was varied 
through the expected temperature range for each value of target radiant emittance for the thermal 
radiation calibration. The reflected solar radiation calibration was performed at one single 

6 



i 

housing temperature only, since corrections for the entire range of housing temperatures had al- 
ready been determined in the thermal calibration. 

Thermal Calibration 

The first portion of the calibration was designed to simulate the expected thermal emission 
from the earth. The radiometer was exposed to a blackbody cavity of known temperature. The 

whole apparatus was placed in a vacuum chamber as illustrated in Figures 6 and ‘7. The radiom- 
eter was mounted in good thermal contact to a metal plate with cutouts in the center which permit 

Figure 6-The laboratory calibration apparatus. A low resolution radiometer 

is positioned in front of the blackbody cavity. The upper part of the photo- 
graph shows a second radiometer in position for the reflected solar radiation 
calibration. 
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Figure 7-The calibration stand and vacuum chamber. The radiometer mounted for the reflected solar radiation 

calibration can be seen through the quartz window of the vacuum chamber. 

each detector to view the cavity directly. The temperature of the metal plate and radiometer 
could be varied by circulating liquids of various temperatures through a tubing soldered onto the 
plate. The housing temperature range was varied from -20°C to +6O”C, by using alcohol cooled 
with various amounts of dry ice for the cold temperatures and heated by an electrical heater for 
the high temperatures. The blackbody temperature, -iOO”C to +6O”C, was likewise controlled by 
circulating liquids; it was measured by a sensitive voltmeter with the use of a calibrated thermo- 
couple placed inside the cavity. Liquid nitrogen for the lowest temperatures, alcohol with varying 
amounts of dry ice, and electrical heaters were used to vary the cavity temperature. 

The procedure, then, consisted of holding the temperature of the blackbody cavity constant and 
varying the temperature of the housing. The measurements were then repeated for each detector 
with a different value of the blackbody temperature, until the complete range was covered. A set 
of calibration curves was then developed showing the response for each detector as a function of 
the housing temperature with the cavity temperature as a parameter. Curves are shown in Fig- 
ure 8 for a typical white detector. 
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Figure 9 illustrates the procedure for the 
thermal radiation calibration measurements. 
The calibration was designed to simulate the 
actual electrical environment existing in Tiros. 
Each detector can be connected through a 
switching box to a subcarrier oscillator. The 
network resistance of the detector then controls 
the output frequency’of the oscillator within the 
frequency band 425 - 475 cps. The frequency 
output of the oscillator passes to a frequency 
counter and is recorded by a digital printer. 
The response of the frequency-controlled sub- 
carrier oscillator was calibrated at the same 
time. Therefore, immediately after the meas- 
urement, a decade box was connected to the in- 
put of the oscillator and the resistance R, which 
corresponds to the measured frequency was 
found. 

Figure 10 illustrates the calibration curve 
for the housing thermistor network resistance. 
This calibration can be made in terms of F$, 

III; THERMOCOUPLE , 

lrz?--z 
.~; 

31-c 

400 46.5-c 
.- 

& 

300 I I I I I-.-I 
-20 -10 0 10 20 30 40 50 60 70 

HOUSING TEMPERATURE (‘C) 

Figure 8-Thermal test data for a white detector. The 

parameter for the curves is the apparent earth blackbody 
temperature. 

I OUTPUT L- 

DECADE BOX 

RADIOMETER 

WHITE CONE NETWORK 

SWITCHING 
BOX 

GROUND 

BLACK CONE NETWORK I TEMPERATURE CONTROL FLUIDS 
(-20 ‘C TO +60 ‘C) 

- 

Figure 9-Schematic diagram of the thermal radiation calibration setup. 
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rather than of the thermistor resistance itself, 
because there are no temperature effects on 
the fixed resistor. 

The unreduced thermal calibration data 
consisted of R,, vbb, R, , and R, , where the sub- 13oc 

scripts b and w repreient thewblack and white 
detectors. These must be converted to their ';; 12Ot 
respective detector equilibrium temperatures. 2 
The first two conversions are accomplished 2 
readily, but the last two require more extensive 

y.J 1100 

reduction. % The value of R, is taken directly 5 
from a thermistor housing temperature curve E loo0 
as is shown in Figure 10. The value v,, is con- 5 
verted by a calibration chart for the thermo- 3 900 t; 

I- 

)- 

I- 

)- 

I- 

I- 

I- 

couple. The reduction of the detector network f 
resistances is discussed later. 0 

5 800 

z 
Reflected Solar Radiation Calibration 

The second portion of the calibration in- 4 ;i 
volvedan attempt to simulate the reflected solar 0’ r 600 
radiation from the earth. The calibration con- 
sisted of exposing each detector to a diffuse light 500 
source of known and variable radiant emittance. 
As before, the radiometer was placed in the vac- 
uum chamber, but in a position to view a large 

400 

sheet of white diffuse paper through a quartz I 
window. The illuminated paper was placed in a 
position such that it filled the fields of view of 

300 1 I I I I b 
.^ 

-40 
^^ 

-20 0 
-_ 
20 

.- 
40 60 80 

TEMPERATURE (‘C) 

both detectors. The source of radiation used to 
Figure lo-Radiometer housing thermistor network re- 

illuminate the white diffuse paper consisted of sponse as a function of temperature. 

an array of eight blue-dyed tungsten bulbs. The 
tungsten bulbs were used for two reasons: (1) A greater variation in radiant emittance could be 
attained by the use of an array of bulbs as contrasted with a single value obtained by using the sun 
directly at any given time, and (2) for practical calibration purposes, an artificial source &as 
necessary to avoid delay caused by unpredictable weather conditions. A great disadvantage occurs 
however since the spectral energy distribution is different from that of the sun. These bulbs were 
used to simulate solar radiation under the assumption of a flat spectral response for the radiom- 
eter over the spectral range of the solar radiation and the bulbs, so that the radiometer response 
depended only on the total energy incident on it. (The validity of this assumption is discussed 
later when the spectral response measurements are presented.) Hence, the network resistances 
of the black and white detectors were calibrated against the total energy output of the bulbs, ex- 
pressed in terms of the solar constant by using an Eppley thermopile as the standard of 
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measurement. First, however, the thermopile had to be calibrated in terms,.of the existing ex- 
perimental conditions. This was necessary because qf differences in the ty&s of sources viewed 
in the original calibration of the thermopile and in the radiometer calibration. The original 
thermopile calibration refers to beam radiation whereas the radiometer calibration uses diffuse 
radiation. Because of these differences, the original calibration data for the thermopile, sup- 
plied by the manufacturer, could not be used directly to convert its output voltage to total energy 
received and it was necessary to calibrate the thermopile for radiation from the same diffuse 
target as seen by the radiometer. The experimental arrangement is illustrated schematically in 
Figure 11. A 30 in. diameter aluminized, optically flat mirror directed a beam of sunlight onto a 
sheet of diffuse white paper. By assuming that the paper obeys Lambert’s Law, measurement of 
the angle (B’ ) between the incoming beam of solar radiation and the plane qf the paper, combined 
with a knowledge of the solar irradiance as modified by the mirror reflectance HS and the spectral 
reflectance of the diffuse paper r p, permitted the radiant emittance of the paper wsP to be 
calculated. 

The thermopile was first placed to view the incoming solar beam. This gave a measure of 
HS at the time of the measurement. The thermopile response V, was converted to Hi by 

VI = CIHs , (4) 

where C, is known from the original calibra- 
tion data. The thermopile was next placed to 
view the illuminated paper in the same fashion 
as the radiometer, and its response v, was 
recorded: 

--- ______ -------_ 
ORIGINAL CALIBRATION 

APPLIES. 

- MIRROR 

IT 
v2 = cwsp I (5) RADIOMETER 

// 
iH, 

‘HERMOPILE,” 

% 
/ / Vl 

I 
L 

where C is the constant to be determined. / A 

Since the paper was assumed to obey Lambert’s 
O”ARTZ p==“- /I 

Law, 
WINDOW a THERMOPI LE // 

’ VP 
// 

I /I 

W SP = HS sinB’F P 1 (6) 

where TP is the average reflectance (over the j f / 

solar spectrum) of the white diffuse paper. I /I/ f - 

Substituting Equation 6 into Equation 5 gives 
; /I 
; /’ / 
v 

P, B’= 32’ 

v2 = C(HS sinB’ Tp) 
/1/////,/111/1//////////// 

(7) WHITE DIFFUSE PAPER 

Hence, by knowing V2, B’, and rP, and measur- 
ing HS with Equation 4, the value of c can be 

Figure 11 -Two-dimensional schematic of the calibration 
of the thermopile for diffuse radiation in terms of re- 

found. fleeted solar radiation. 
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With c known, Equation 5 defines the calibration of the 
thermopile for diffuse radiation. Since the thermopile re- 
sponse is assumed to be spectrally flat, Equation 5 is as- 
sumed to be linear, as shown in Figure 12. 

The array of eight tungsten bulbs was then placed to 
illuminate the white diffuse paper as shown in Figure 13. 

wbp 
c The thermopile was again placed to view the diffuse source 

W .+ = H, sin B’Fp in the same fashion as the radiometer, and its response 
was 

Figure 12-Graphical relationship be- 

tween the thermopile response and diffuse 

radiation. V3 = CWbp , (8) 

where w,, is the radiant emittance of the diffuse paper due to the irradiance from the tungsten 
bulbs. In Equation 2, the heat transfer equation, the term s A sin B may be represented by wbP. A 
correction must be made for the transmittance (t) of the quartz window. With this correction 

SAsinB = V,: (9) 

By varying the number of tungsten bulbs used, the radiant emittance W,p can be varied. The cal- 
ibration of the radiometer proceeds in the following manner: 

1. The radiometer housing temperature, black and white detector responses, and the quartz 
window temperature (Tq) are recorded prior to exposure to the tungsten bulb array. 

2. The bulbs are turned on until an equi- 
librium response is attained for each detector 
and the above measurements are repeated. In 
addition, the thermopile output v, is recorded. 

THERMOPILE 

- v3 

3. The measurements of steps 1 and 2 are 
repeated with an increasing number of bulbs in BANK the array. 

The unreduced calibration results consist 
of RNb , R, , R, , Tq, and v, . These parameters 
must be c&verted to temperatures except for 

DIFFUSE 
PAPER 

Lullr,,fl,/l,,-///,,~““‘,~~l 

V, which is converted to reflected radiant emit- 
tance by Equation 9. The corrections for the 
contribution of the thermal emission from the 

Figure 13-Schematic of the reflected solar radiation quartz window and housing to the &rradiance of 
calibration of the low resolution radiometer. the detector are discussed later. 
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Time Constant Measurements 

The time response of the detectors was measured by using the array of tungsten bulbs de- 
scribed above. The radiometer was placed to view the white diffuse paper through the quartz 
window. The bulbs were turned on until the detectors attained an equilibrium response, and the 
bulbs were then turned off. The temperatures of the quartz window and the radiometer housing, 
as well as that of each detector network, were continuously recorded as a function of time until 
the changes became negligible. Figure 14 shows the results of such a measurement with the de- 
tector temperature differences plotted as a function of time for a housing temperature of about 
-20°C. The black and white detectors have very nearly the same time response and show the 
characteristic exponential rise and decay with time. These results give a value for the time con- 
stant of about 35 set for the rise portion of the graph under the conditions of detector equilibrium 
temperature shown. The decay portion was not used in determining the time constant because the 
effects from the heating of the quartz window by the tungsten bulbs were judged to be too large. 

Calibration of the Radiometer Components 
Several other measurements were performed by the manufacturer which are necessary for 

the interpretation of the instrumental response. These consist of temperature-resistance 
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Figure 14-Detector time constant determination for the low resolution radiometer. The time constant is de- 

termined from the rise portion of the curve. The housing temperature was about -20°C. 
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calibrations of the detectors, sensistors, and other thermistors used in the radiometer. Figure 

15 shows the sensistor response curves as a function of temperature. The sensistor resistance 

values are Si = S, ; sj = s, for the black detector and si = s, , Sj = S, for the white detector. 
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Figure 16 shows an example of the thermistor 
detector response as a function of temperature 
for the black and white detectors. Curves of 

500 
the type shown in Figures 15 and 16 were used 
for the reduction of network resistance data to 
the required thermistor detector temperatures. 
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Figure 15-Sensistor response as a function Figure 16-Black and white thermistor detector response 

of temperature. as a function of temperature. 

Subcarrier Oscillator Calibration 

Generally, the resistance-controlled subcarrier oscillator used in the radiometer cali- 
bration was not flown in the satellite, and so a separate calibration for the flight oscillator 
was necessary. This calibration consisted of measuring the output frequencies and input 
resistances, with the temperature of the oscillator T, as a parameter. A decade box was 

used to simulate the input resistances. The calibration curve for an oscillator is shown in 
Figure 17. 
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Figure 17-Resistance-controlled subcarrier oscillator calibration curve. The temperature of the 
oscillator is shown as a parameter. 

Additional Measurements 

In addition to the individual radiometer calibration measurements, other measurements were 
performed to check, in general, the field of view, the spectral response of radiometer components, 
the spectral distribution of bulbs, and the degradation of spectral response due to exposures of 
ultraviolet radiation. 

The field of view measurements were performed by the manufacturer. These were made by 
linearly traversing a point source of light across the field of view and measuring the radiometer 
response as a function of angle of the source from the optical axis. Results from such a measure- 
ment are shown in Figure 18. As was mentioned previously, the field of view of each detector is 
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ANGLE (degrees) 

Figure 18-Field of view of the low resolution radiometer. 

100 
I 

WAVELENGTH (1) 

Figure 19-Spectral reflectance of the white ccating 

used on the thermistor detector for the region 0.2 to 

3.5/1. The sample was 30~ thick on a backing of pure 

SiO,. The portion of the curve beyond 3.5,~ is beyond 

the limits of the spectrophotometer used in making the 

measurements. 

a function of the angular aperture of the cone 
and also the ratio of cone length to detector 
radius. The measurement shown in Figure 18 
gives a field of view of about 45 degrees or 0.6 
steradian at the half-power points. 

Spectral response measurements for the 
white paint coating are shown in Figure 19. The 
measurements were performed by the manu- 
facturer using a Beckman DK-2 spectropho- 
tometer for the spectral range from 0.2 to 3.5~. 
The average total reflectance for this region, 
with the solar irradiance curve of Johnson (Ref- 
erence 6) as a weighting function, is 77 percent. 
Reid and McAlister (Reference 7) have made 
measurements (Figure 20) on a similar white 
paint in the region of 2 to 15~ which show that 
the reflectance of the white paint in the region 
of 3.5 to 5.5~ is high. However, only 1.5 per- 
cent of the sun’s total energy and 2.5 percent of 
the energy of a 300°K blackbody fall in this 
region, and these high reflectance values, there- 
fore, are not critical to the measurements. Ap- 
proximately 55 percent of the energy of a 300% 
blackbody falls in the spectral region from 5.5 
to 15~ where the reflectance varies between 5 
and 10 percent. At wavelengths greater than 
15~, where 43 percent of the 300°K blackbody 
energy lies, no reflectance values are available. 

The white paint coating was exposed to an 
ultraviolet source which would show whether 

80 - 

I 1-1 I-7-i I- 
2 3 4 5 6 7 8 9 10 11 12 13 14 

WAVELENGTH (p) 

Figure 20-Spectral reflectance of a white paint similar to that used 

for Figure 19 for the region 2 to 15,~. 
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any degradation of reflectance occurred. The paint samples were exposed to about 5 times the 
solar flux in the spectral region from 2000 to 4000A for various exposure times. Figure 21 shows 
the original solar reflectance of the white paint and the degradation effects of direct exposure to 
25, 76, and 214 equivalent solar hours. The Tiros II and IV low resolution radiometer lifetimes 
were both approximately 1300 orbits and during this time each radiometer viewed the earth for 
about 430 hr. For an assumed mean earth albedo of 10 percent in this near-ultraviolet region, the 
equivalent solar exposure was about 43 hr. The exposure for Tiros III was considerably longer. 
Hence, long term changes in spectral response can be expected to occur during a radiometer’s 
lifetime. 

Figure 22 shows the spectral reflectance of 
the aluminized mylar cone. In general, the re- 
flectance decreases with decreasingwavelength. 
The diffuse spectral reflectance of the white 
paper which was used in the reflected solar ra- 
diation calibration, is shown in Figure 23. From 
0.3 to 0.5~ the reflectance increases, from 0.5 
to 1.3,~ it is uniform, and from 1.3 to 2.8~ it 
decreases. The energy distribution of the blue 
photoflood bulbs is shown in Figure 24. The 
peak of the distribution occurs at 1.25~ which 
corresponds to a blackbody temperature of 
2300%. The deviation of the energy distribution 
in the region of 0.7~, from that of a blackbody 
function for a tungsten filament of 2300X, is 
due to the peculiar transmission properties of 
the blue envelope of the bulbs in this region. 
The deviation from a blackbody distribution at 
the long wavelength region is due to the lower 
transmittance of the glass envelope. 

The spectral response 4(h) of the radiom- 
eter was assumed to be fairly constant with 
wavelength in the spectral region of 0.2 to 2.5~. 
This assumptionis equivalent to the radiometer 
response being proportional to the total energy 
of the source regardless of the source spectral 
distribution, as long as the bulk of the energy 
output falls in the above region. The spectral 
response of the radiometer @J(A) is proportional 
to the product RC (A) a, (A), where RC (A) is the 
spectral reflectance of the reflecting cone and 
at (A) is the spectralabsorptance of the painted 
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Figure 21-The ultraviolet degradation of the white 

paint after 25, 76, and 214 equivalent solar hours of 

ultraviolet exposure. The reflectance values were 
averaged by using the solar irradiance curve from 

Johnson (Reference 6) as a weighting function. 

2 
+ 0.2 
P t 

I- 
$3 Ct4O.j d.6 0:s IlO 

I 1 I I 

0.2 1.5 2 3 4 5 

WAVELENGTH (a) 

Figure 22-Spectral reflectance of the cone of the low 

resolution radiometer for the region 0.3 to 3.0~. 
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Figure 23-Spectral diffuse reflectance of the white paper used in the Figure 23-Spectral diffuse reflectance of the white paper used in the 

reflected solar radiation calibration. reflected solar radiation calibration. 
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Figure 24-Relative intensity of the blue photoflood bulbs 

used in the reflected solar radiation calibration. The 

energy peak is at 1.25~ which corresponds to a black- 

body temperature of 2300°K. 

thermistor detector. It is assumed that 
at (A) = l-~~(h), where Rp(A) iS the Spectral 

reflectance of the paint coating on the therm- 
istor detector. If the paint coating is too thin 
this will be a bad assumption. For comparison 
purposes an auxiliary spectral response func- 
tion &’ (A) will be considered which is defined 
by +’ (A) = +(A) rP (A). The diffuse reflectance 
of the white paper is included because of its 
effect on the spectral energy distribution of the 
source. The above definition is somewhat 
arbitrary and the r p (A) could have been in- 
cluded as part of the sources, but for the com- 
parison to be presented, the above definition 
will be used. The reflectance of the black paint 
is assumed to be zero for all wavelengths. The 
auxiliary spectral response functions pertaining 
to the black and white detectors are now 

$,’ (A) = rp (A> R, (A> 7 

4,’ (A) q rp (A)% (A) [l -Rp” (A>] . 

The functions rp (A), R, (A), and R; (A) have been shown in Figures 19, 20, 22, and 23. The func- 
tions $,,’ (A) and +W’ (A) are shown in Figure 25. The energy distribution for the photoflood bulbs 
and the solar irradiance curve for zero air mass by Johnson (Reference 6) are also shown in 
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Figure 25. The peak intensities of the two 100 
SOLAR IRRAhANCE 

curves are normalized to the same value. As OUTSIDE THE 

can be seen from the 6’ (A) curves of Figure 
25, the assumption of a flat spectral response is 
not very good near the upper and lower wave- 
length limits of &’ (A) and &’ (A). However, to 
a first approximation a suitable mean value for 
tib’ (A) and +W’ (A) may be selected. The devia- 
tion of 41,’ (A) from its mean is mostpronounced 

2 
4 20 - 

for wavelengths shorter than 0.4,~. Since less S 
than 10 percent of the solar energy lies in this 

0.2 0.4 0.6 0.8 1.0 1.5 2 3 4 
region, the first approximation is still reason- 

WAVELENGTH (/i) 
able. Figure 25 indicates that since 4’ (A) and 

J 
5 

tib’ (A) are not constant, the radiometers should Figure 25-The spectral response curves pertaining to the 

be calibrated spectrally. black and white detector are shown along with the solar 

irradiance curve from Johnson (Reference 6) and the 

relative intensity curve for the blue photoflood bulbs. 

Sources of Error 

The sources of error in the calibration are numerous and difficult to evaluate numerically in . 
terms of both random and systematic effects. The net result of these errors manifests itself in 
the accuracy to which the coefficients of the energy balance equations can be determined. 

The precision (random error) of temperature measurements of the calibration is considered 
to be *l.O”K for T, and *0.55( for T, and T, . These result from the various conversions from 
resistance to temperature. The dispersion of T, also includes a random error caused by the 
method of measuring resistances via frequency readings from the subcarrier oscillator. The 
oscillator used during calibration has a small local variation about its mean calibration curve. 
The calibration curve also drifts slowly in time but this systematic effect is largely eliminated 
since the frequency to network resistance conversions (via the decade box) are made immediately 
after the measurement. 

The accuracy (systematic error) of the calibration is considered to be &2.0X for T, and 
&1.0X for Ts and Te. Some of the inherent inaccuracies of the calibration arise in the apparatus 
used to measure and record the various temperatures. The measuring devices have been described 
in the calibration section. In the thermal calibration, the cavity and housing temperatures are 
maintained by circulating liquids. Any gradient between the temperature of the point of meas- 
urement and the controlling temperature may cause a systematic error. It is also quite 
possible that the temperature difference would consist of random fluctuations and thus contribute 
to the random error. 

The reflected solar radiation portion of the calibration is subject to considerably greater er- 
ror than the thermal part. This is partially due to the greater number of intermediate measure- 
ments required; in addition, the types of measurements are inherently subject to greater error. 

19 



The various sources of error (without regard to the random or systematic effect) are discussed 
below. 

The white diffusely reflecting paper was assumed to be a Lambert’s Law surface and later 
measurements indicate a slight departure from this law for large angles of incidence. For this 
reason, and also to avoid any specular reflectance components, large angles of incidence were 
avoided. 

Because the field of view of the thermopile is smaller than that of the radiometer, it is neces- 
sary to irradiate the paper uniformly so that the radiometer and thermopile observe the same 
radiant emittance. The large field of view of the radiometer requires that the surface area of the 
paper be large; it becomes difficult to produce a uniform irradiance over the entire surface area. 
In addition, it is difficult to maintain a uniform irradiance because the bulb voltages are not con- 
trolled accurately and because the bulbs deteriorate at different rates, thereby causing asym- 
metries in the bulb outputs. 

The radiometer views the paper through the quartz window of the vacuum chamber. The win- 
dow cannot be cooled to eliminate or minimize its thermal emission since frosting begins to 
appear. Hence, during the tests, the window is usually left at room temperature and any slight 
changes in its temperature due to absorption of infrared energy by the window from the bulbs is 
monitored by a thermocouple. The quartz temperature is measured before, half-way through, and 
after the test. A correction is made for the quartz thermal emission contribution to the detectors 
and the only error due to this effect would be the error in the quartz temperature measurement. 

Reduction of the Calibration Data 

The network resistance R, must be converted to detector temperature T, before the coeffi- 
cients for the heat transfer equation can be evaluated. This conversion is illustrated by the por- 
tion of the flow diagram of Figure 26 enclosed by the dashed lines. The portion of the flow diagram 
outside the dashed lines will be discussed later. si and sj , which are functions of the housing 
temperature, are manually determined as part of the input to an electronic computer program 
which reduces the network resistance to detector resistance via Equation 3. The other input ele- 
ment of the computer program is RN . The computer output is the detector resistance which is 
manually converted to the detector temperature. 

DETERMINATION OF THE COEFFICIENTS OF THE HEAT TRANSFER EQUATION 

The coefficients of the heat transfer equation of each detector are determined from the cali- 
bration data. The heat transfer equation used in the determination of the coefficients is Equation 
2 with the conduction term omitted. The coefficients are determined by the method of least 
squares and the resulting set of normal equations is solved simultaneously by using Cramer’s 
rule for the desired coefficients. This type of solution must be checked carefully to insure that 
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the coefficients are not affected by normal 
equations closely approaching dependency and 
creating a solution which is nearly mdetermi- 
nate. The radiative and conduction coefficients 
are evaluated from the thermal calibration data, 
and the reflected solar radiation coefficient 
from the reflected solar radiation calibration 
data. 

Thermal Coefficients 

The thermal calibration data, in terms of 
temperature, are shown in Figure 2’7 for the 
black detector of the Tiros IV radiometer. For 
the appropriate values of the constants k,, k, , 

and k2’, a least squares method was first applied 
to the thermal portion of the heat transfer 
equation (2): 

T,4 q k, T,’ + k, TS4 + k,’ (TS - Tt) (10) 

In applying the least squares method the vari- 
able whose residual error is to be minimized 
must be chosen. The conventional choice is the 
variable which is to be predicted (TT,) under the 
assumption that the errors in the other meas- 
ured quantities (Tt , T,) are small. This was 
not done in the present case since the TV meas- 
urement is fairly accurate with respect to T, . 

Therefore, the residual error of T, was mmi- 
mized in these calculations. 
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Rtw Rt. 
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Figure 26-Flow diagrom for reduction of the low 

resolution radiometer data. 
. 

In Equation 10 no acceptable solution of the 3 normal equations was obtained because of the 
unavoidable loss, brough subtraction, of the 3 or 4 leading significant figures in the expressions 

.for the k’s. The loss of significant figures reflects the nearly indeterminate state of the solution. 
As the input temperatures are only significant to three figures, the resulting k’s cannot be con- 
sidered reliable. The cause for the unreliability of the coefficients, in terms of the three nearly 
linearly dependent normal equations, is that instead of one unique solution for the coefficients, an 
infinite number of solutions for the normal equations exist in this nearly indeterminate situation. 
Therefore, a different method of solution for the coefficients must be employed or the heat trans- 
fer equation must be altered so that the least squares solution becomes more determinate. 
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Figure 27-Thermal calibration data and least squares solution (solid lines) 

used in determining thermal coefficients for the black detector of the low 

resolution radiometer on Tiros IV. The apparent earth blackbody temperature 

is the parameter for the various curves. 

of the conductive term of the heat transfer equation is neglected, Equation 10 becomes 

TP = k, T,' + k,Ts4 (11) 

Mathematically, the conductive term is ignored but physically the conductive effects are absorbed 
in the values of k, and k, . The solution of the two normal equations for this case involves the 
loss of only one or two significant figures and yields coefficients that approximate the physical 
situation. In Figure 27 the least squares solution for all the data points is indicated by the solid 
line. The coefficients for this solution and their estimated probable errors are ’ 

k lb = 0.65 ?c 0.02 , 

k 2b = 0.34 ? 0.02 

A similar solution for the white detector of Tiros IV gives 

k lw = 0.51 * 0.02 ( 

k 2w = 0.49 f 0.02 
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Table 2 

Tiros III and IV Low Resolution Radiometer Coefficients. 

Satellite 

Tiros III 

Tiros IV 

kp 3b 
r:ia 

1210 x 108 

2214 x lOa 

The thermal coefficients for Tiros IV, and also those of Tiros III, are listed in Table 2. The higher 
value Of k,, with respect to k,, indicates that in the infrared the black detector has a greater aver- 
age spectral absorptance than the white detector. The k,‘s are lower and the k;s higher than 
called for by design with the consequence that the thermal coupling between the detector and the 
satellite is fairly strong compared with the coupling between the detector and the earth. The de- 
tector temperature is therefore strongly influenced by the satellite temperature. The least 
squares probable errors are rt0.9 X 108”K4 for Td and *0.‘7 X 1080K4 for Tw4. The probable errors 
for T, and T, are *0.9x and *0.7x, respectively. 

An attempt was made to estimate the conduction constant k, by using a unique solution for a 
given Te curve. The expression for k,’ consists Of terms such as 

( 
T,! - T 

the probable error in T, is &l.O”K the percentage error in the term 
P) 

G,, -i,, 
and psi -7.) * If 
varies from 4 to 

20 percent as TS, - T, varies from 2.5”K to 5%. Under these conditions i,’ depends on the dif- 
ference of quantities containing considerable error and no accurate value can be determined. 

In summary, the evaluation of the thermal coefficients indicates that a representative value 
for the conduction coefficient cannot be determined. The optimum heat transfer equation for the 
detectors is considered to be Equation 11 and the best values for the thermal coefficients for Tiros 
III and IV are listed in Table 2. As the thermal coefficients are in part functions of R~ (A) and 
a(X), improvement of the values of the coefficients to meet design specifications involves in- 
creasing R, (A) and a(A) in the infrared. 

Reflected Solar Radiation Coefficient 

The reflected solar radiation coefficient k, is determined from the energy balance equation 
for the detector: 

Tt4 - k, Tq4 f k, Ts4 > = kJSAsinB (12) 

The term (kl T: f k, Td) is the correction for thermal effects of the quartz window and radiometer 
housing during the calibration. Because the quartz window is nearly opaque to thermal radiation, 
the thermal contributions to the irradiance of the detector are felt to be due to the quartz window 
and the radiometer housing only. Tq, T,, Tg, and the term S A sin B are obtained from the reflected 
solar radiation calibration, and the coefficients k, and k, have been determined previously, leav- 
ing k, as the only unknown in the equation. S A sin B is determined by Equation 9. The Tiros IV 
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Figure 28-Reflected solar radiation calibration data and least 

squares solution (solid lines) used to determine reflected solar 

radiation coefficients for the black and white detectors of the 

low resolution radiometer of Tiros IV. 

reflected solar radiation calibration data 
are shown in Figure 28. A least squares 
fit used to find the values for k, gives 
k 3b = (2214 f 114) x lOa X4-cmz/watt and 
k 3a = (1153 f 68) X lo8 X4-cmz/watt. The 
magnitude of k3w with respect to k,, indi- 
cates that the reflectance of the white paint 
is poor in the visible region. The per- 
centage error in k, is 5.2 and 5.9 percent 
for the black and white detectors, respec- 
tively. The least squares probable error 

in [(T:) - (k, T,4 + k, T:)] is rt2.9 x lOa X4 
for the black detector and k1.7 x lo* X4 for 
the white detector. In the visible region, 
some indication of the spectral absorptance 
of the black detector relative to that of the 
white detector is given by the ratio of their 
relative response (k3b/k3,) which is only 1.9. 

The reflected solar radiation coefficients for the Tiros III and IV wide field radiometers are 
listed in Table 2. A comparison of the coefficients indicates a large difference between the num- 
erical k, values for Tiros III and IV. The values are 1210 X lo8 “K-cm’/watt vs. 
2214 x lOa “K-cm2/watt for k,, and 807 x lo8 “K-cm2/watt vs. 1153 x 108 “K-cmz/watt for k3w. 

The difference is due either to different calibration conditions or a different spectral response be- 
tween radiometers. The calibration conditions which could vary are the reflectance of the paper, 
the transmittance of the quartz window, or the color distribution of the photoflood bulbs. If any of 
the above variations did occur, it is not likely that the magnitude of the variation would be large 
enough to cause the observed differences. A difference in the spectral response for the two ra- 
diometers would be a more reasonable explanation since k, is, in part, a function of R, (A) and 
a(h) in the visible region. Since a(X) should be fairly constant in the visible region, especially 
for the black detector, it would seem that the cone reflectance is responsible for this effect. This 
was borne out by an inspection of several other radiometers, which showed large variations in the 
thicknesses of the aluminum coatings, some being partially transparent. 

The telemetry of data from the satellite has been previously described (Reference 8). The 
designated bandwidth for the telemetry of the low resolution radiometer information is 425 to 475 
cps (designated channel 6). The resistance-controlled, phase-shift subcarrier oscillator for 
channel 6, with output frequency nearly linear with respect to input resistance, converts the input 
resistances to frequencies. Channel 6 is a time-sharing channel, the time sharing controlled by 
a mechanical commutator which switches the appropriate resistor into the oscillator for a 6 set 
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sampling period. There are 5 commutated subchannels and the fifth includes a group of ‘7 to be 
subcommutated. Included in the first 4 commutations are the wide field sensor data and the ra- 
diometer housing temperature data. The fifth commutation includes resistances which represent 
environmental temperatures, instrumentation cannister pressure, and fixed resistor telemetry 
calibrations. The latter consist of fixed resistors near the lower (R~) and upper (R~) limits of the 
bandwidth which give reference points for calibration of the channel 6 frequencies. The oscillator 
converts the input resistance i.$o output frequency signals which are amplified and recorded on a 
magnetic tape located in the satellite. A block diagram of the satellite instrumentation is shown 
in Figure 29. Upon interrogation of the satellite, the tape signal is telemetered to the acquisition 
station and recorded on magnetic tape. This tape is sent to the ground station where it is de- 
modulated and decommutated. The demodulation and decommutation process is illustrated in Fig- 
ure 30. The data are now in analog form in terms of frequencies, A typical analog record is 
presented in Figure 31. 

The frequencies are read directly from the analog record with a Gerber Semi-Automatic Analog 
to Digital Conversion System. The analog-to-digital conversion is made by a digital voltmeter whose 
output is fed through a Flexowriter to produce a punched tape output. This tape serves as an input 
for an LGP-30 computer program. Variable calibration is provided by the Gerber System through 
the use of zero offsetand scale factor controls. As long as the analog frequency output remains linear, 
within the frequency interval encompassed by the fixed resistors, the analog readings can be made 

TOAI’ ’ 

BLACK CONE 

HOUSING TEMP. 
SHARING 
SWITCH 

PHASE SHIFT 
OSCILLATOR 

(425 - 475 cps) 

PLAYBACK HEAD 

OSCILLATOR 

J J- 
-I- SPEED 

RADIOME--- -- -- 
I ’ I 

3 REFERENCE RESISTORS 1 
D&E - 

Figure 29-Block diagram of the satellite instrumentation used by the low resolution radiometer. 
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Figure 30-Block diagram of the information flow at the data processing center in producing the radiation data of 

the low resolution radiometer and of the five medium resolution channels in analog form. The output of the decom- 

mutator consists of temperatures of the black and white detectors, three environmental temperatures, and the 

canister pressure P. 

in terms of frequency. The frequency readings are taken as a function of time which is also en- 
tered on the punched tape. The reduction of frequencies to Te and A is illustrated in the flow diagram 
of Figure 26. Under the assumption that the frequency vs. resistance curves (with T, as a param- 
eter) are linear, the conversion from frequency to resistance is made by the following equation: 

f - f, 
R = (RI - R3) f, + R, 

The portion of the flow diagram used for conversion of resistances to temperatures has already 
been discussed. The temperatures can now be introduced into the heat transfer equations for the 
black and white detectors and the simultaneous solution of these two equations yields Te and 
A. The computer output gives Te and A as a function of time. The expressions for A and Te are 

k,w Tb4 - k,bTw4 + tk2wk,b - k2bk,v,) T 4 A=- 

( 

s 1 

k3bk,w- k, k,,) S sin B (13) 

k T4-k 4 
T: = 

3b w 3-a Tb l(k3b k2w- k3wk2b) Ts 
‘-_ 

k3b kh - k3wk,b 
(14) 

As can be seen from the channel 6 sequencing, four commutated measurements exist between an 
individual sensor temperature sampling, so that T, and A can be determined every 30 sec. The 
albedo must be corrected for the angle of solar incidence for every satellite position. 
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Figure 31-Oscillogram showing all channels of the radiometer experiment. They are, from top to bottom, the 
five medium resolution channels in numerical order, the commutated channel 6, and the envelope of the clock 

frequency showing sun sensor pulses. 

The orbital data provide the time-correlated geographic location of the intersection of the 
spin axis with the earth. Since this intersection is also, practically speaking, the center of the 
low resolution radiometer field of view, the radiometer data are geographically located as a func- 
tion of time. 

Because of instrumental and calibration difficulties, only selected orbits of Tiros II low reso- 
lution data have been reduced. Since both the low resolution radiometer and the University of 
Wisconsin experiment are recorded on the commutated channel 6 of Tiros III and IV, it has been 
found convenient to program the reduction of their data simultaneously on a CDC-1604 computer 
at the University of Wisconsin. This program is now in the final stages of checkout, and further 
results and conclusions must await its completion. 
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Selected orbits of Tiros HI low resolution data have been reduced by the method described in 
the last section and.presented in the literature (Reference 9). One of these orbits (43) will be 
presented here as an example of the reduced data. The geographic location of the orbit considered 
is over North Africa with the radiometer viewing area passing from the cloudless Mediterranean 
Sea over the Libyan Desert to the tropical regions of the Sudan. Figure 32 illustrates the observed 
equilibrium detector temperatures, the observed radiometer housing temperature, and the resultant 
apparent earth temperature and albedo as a function of time. The values of T, and A were calcu- 
lated from the detector and housing temperatures indicated by the individual points and they show 
considerable scatter. The broad spectral response and relatively long time constant of the ra- 
diometer would indicate that the curves for a.lbedo and earth temperature are slowly changing 
functions similar to the curves for the detector temperatures. Ln general, the predicted apparent 
earth temperature curve would approach the mirror image of the albedo curve. However, it is 
evident from Figure 32 that sharp fluctuations do exist in the values for T, and A. These fluctua- 
tions are introduced by the radiometer, as will be shown below. In an effort to smooth the T, and 
A fluctuations, curves were drawn to smooth the data points of detector temperature and housing 
temperature; these curves are also shown in Figure 32. The results for Te and A shown in Fig- 
ure 33 were calculated from the smoothed curves of detector and housing temperatures. 

In order to gain some insight into the fluctuations of Te and A, their total differentials and 
probable errors have been calculated. The total differentials for A and T, are 

dA = dk,, aA dk,, t g dk,, t . -0 dA 
Zb +aTsdTs *-* ) 

320, . 

310 I 
-. . 

/-A - 
-1 

1 40 

(15) 
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Figure 32-Reduced channel 6 data for orbit 43, Tiros III, July 15, 1961. The equilibrium detector tempera- 

tures (T, , TW), radiometer housing temperature (is), appa 

(A) are shown as a function of time. T. 

rent earth blackbody temperature (T,), and albedo 

and T, . 
and A have been calculated from the individual points of Tb, TW, 
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Figure 33-Smoothed results of T. and A. T. and A have been calculated from the curves of 

Tb, T,, and Ts shown in Figure 32. 

1 dT,4 r3Te4 
dTe = 4~ dk,, + ak,, dk,, + *.- + aT, dT, + -.* . 

F 

40 

35 

30 

5 

(16) 

The evaluation of the total differentials of Te and A was made for several different cases and the 
results are listed in Table 3. Mathematically, the large magnitude of the coefficients in the dif- 
ferentials is the reason that the small changes in detector temperatures are magnified into the 
resultant large changes in A and Te . Physically, the large magnitudes of the coefficients are due 
to the values of the optical characteristics of the radiometer. If the k's were to meet design 
specifications, the magnitudes of the coefficients in the differentials would decrease and thus 
would tend to decrease the large fluctuations of T, and A. Any remaining unreasonable fluctuations 
‘of Te and A would then be inherent in the nature of the physical process. 

The probable errors for A and Te were calculated from 

[p.e.(A>-j2 = (e)’ [p.e. (k,,)12 t *-- 1 

[p.e.(Te)12 = (&$-)2[pe.(klb)]2 t a.0 , 
l 

(17) 

(18) 

and are also included for the cases in Table 3. The probable errors for the various parameters 
in Equations 1’7 and 18 were assumed to be 

p.e. (klb) 
1 

p.e’ (k2b) 

p. e. (klw) 

p.e. (k2w) 
J 
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Table 3 
Total Differentials and Probable Errors for the Albedo 

Case 

I 

II 

III 

IV 

I Tempera- 
tures (“K) T - 
Tb - 

285 

300 

315 

318 

Tw r, 
280 273 

273 290 

300 

309 

L 

273 

275 

- 

and Earth Temperature, Tiros III. 
- 

Total Differentials for Albedo and Earth Temperature 

dA = - 120 dk,, + 180 dk2w + 120 dk,w - 150dk,, 

+ (580x 10-12) dkaw - (490x 10-12) dk,, - 2.8 dTw 

+ 2.5dTb + 0.28dTS 

dA = - 100 dk,, + 180 dk, + 100 dkiw - 150dk,, 

+ (1100 x lo-i2) dkSw - (860x lo-i2) dk,, - 3.1 dTw 

+ 3.0dTb + 0.28dT 5 

dA = - 69dk,, + 130 dk2w + 58dkiw - 150dk,, 

+ (1740x 10-12) dkxw - (1480x 10-12) dk,, 

- 3.5dT, + 3.4dTb + 0.28dTS 

dTe = 455 dk,, + 319 dk,, + (0.16 x 10-s) dk, 

- 686 dklw - 473 dk2w - (0.21 x 10-a) dkaw 

- 7.1dTb + 9.8dTw - 1.2dT, 

Albedo 
(percent) 

13 

24 

39 

Earth 
rempera- 
ture (“K) 

302 

Probable 
Error 

(percent 
or “K) 

f8 

&lo 

-114 

%24 

p. e tk,b) = f 63 x 10’ 
“K4 cm2 
watt (k5.2 percent) , 

p.e. (k3w) “K4 cm2 
= f 48 x 10’ watt (+5.9 Percent) 1 

P.e. (Tb) 

p.e. (Tw) 

= I! 1°K 

p.e.(TS) = f 0.5% 

In Table 3 the probable error in the albedo can be seen to increase from 58 to kl4 percent from 
case I to III with increasing (Tb - TW) . For case I the contribution of any one parameter to the re- 
sultant probable error in A is equal to the contribution of any other parameter. As the (Tb - Tw) in- 

terval increases, the error contributions from k,, and kAw become the dominant factor in the 
determination of the error in A. Only one case was evaluated for the probable error in Te, which 
was *24X. As the probable error for Te depends inversely on T,‘, the *24X is a minimum error 
since Te was equal to 302°K for case IV. 
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The resultant probable errors for T, and A can be reduced by: (1) decreasing the magnitude 
of the coefficients in the expressions for the probable error (for example dA/dk,,); or (2) reducing 
the probable errors of the individual parameters for example, [p. e. (klb)] which are introduced by 
errors in data processing (errors in temperature) or calibration (errors in k's). The magnitude 
of the coefficients can be decreased as discussed in the previous paragraph. The errors in data 
processing ultimately appear in the values of TS, T,, and T, and it is felt that these errors have 
been minimized. The errors in calibration appear in the various k constants and the reduction of 
these errors involves refinement of the calibration techniques. This refinement should be cen- 
tered around improvement of the values for the reflected solar radiation coefficients. Specific 
areas in the reflected solar radiation calibration that can be improved are: solar simulator source, 
spectral calibration, control of intensity variation, the diffusely reflecting surface (uniformly 
white), and thermopile measurements. With implementation of improved procedures, it is reason- 
able to expect that the percentage errors for the k,'S should be reduced to the order of *2 percent. 
Then, for case III the probable error in albedo would be reduced from &14 to &8 percent and the 
contribution of the individual parameters to the resultant probable error would be equal. For 
case I the probable error in albedo would be reduced from &8 to &‘I percent, and for case IV, the 
probable error in Te would be reduced from ~24°K to *21X. To further reduce the probable errors 
in A and Te an overall improvement in spectral response and a reduction in conductive coupling 
are needed. Therefore, it is felt that the percentage errors of &7 percent, and *215( in A and T, , 
obtained using the improved k, constants, are optimum values within the state of the art limitations. 

DATA COVERAGE LIMITATIONS 

The value of the low resolution radiometer in measuring the heat balance of the earth is 
limited because of the data acquisition limitations of Tiros. Since the satellite is space oriented 
it is launched so that the favorable picture taking time (minimum nadir angle) occurs at local 
noon. Through magnetic attitude control, this relationship is maintained as nearly as possible. 
The optical axes of the Tiros camera and the low resolution radiometer are coincident, the low 
resolution radiometer field of view approximating half the angular field of view of the cameras. 
Therefore, in general, the low resolution radiometer data are centered, in time, within 2 hr of 
local noon. Initial launch conditions limit the latitudinal data coverage to the range of 48” North 
to 48” South. A latitudinal and longitudinal limitation is also imposed on the data coverage by pre- 
cession of the satellite orbital plane and location of the interrogation stations. 

The limitations imposed on low resolution radiometer data acquisition by spin stabilization, 
initial launch conditions, precession, and the location of interrogation stations reduce the potential 
of the system in obtaining short and long range planetary heat balance. Finding the value of short 
range heat balance, which would include investigation of diurnal effects, cannot be accomplished 
because the data are centered within 2 hr of local noon, and on a latitudinal and longitudinal basis 
only a small number of data points are available (Reference 10). The long range heat balance can- 
not be obtained, except as a longitudinal effect, because of insufficient earth coverage in the polar 
regions. Statistically, even for a long range longitudinal heat balance the number of data points 
available is not considered to be sufficient. 
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POST-LAUNCH OBSERVATIONS 

The black detector network of the Tiros II and IV low resolution radiometers failed to respond 
to incident radiation at orbits 1373 and 1150, respectively. Radiation data were recorded for 
Tiros III for 2975 orbits and during this period no low resolution radiometer failures were 
observed. 

In order to explain the analog pattern produced by the black detector network, after its failure 
in Tiros II and IV, it was necessary that the detector leg of the resistance network contain an 
open circuit. The detector leg consists of the black detector and a sensistor. The black detector 
is considered to be more susceptible to failure; its shape and composition allow warping and 
flaking of the detector element. A reasonable explanation for the failure is that thermal stress, 
due to expansion and contraction of the bolometer element, caused an open circuit in the detector 
leg. During the early stages of failure, the open circuit occurred when the thermistor element 
expanded because of the heating by absorption of terrestrial and reflected solar radiation. As the 
viewing area returned to outer space the thermistor contracted and the circuit again closed to 
normal. Shortly after this initial phase, the open circuit became permanent because of repeated 
expansion and contraction of the detector element, and the network resistance then consisted of the 
temperature sensitor and the fixed resistance in series. 

SUMMARY OF THE TIROS LOW RESOLUTION RADIOMETER PROGRAM 

Certain deficiencies of the radiometer became evident from the laboratory calibration data. 
Perhaps the most important was the excessive thermal coupling between the radiometer detectors 
and the satellite. The white detector did not adequately reflect the solar spectrum nor did it 
adequately absorb the terrestrial infrared emission. The cone reflectance was considered to be 
too low in value, thereby decreasing the optical efficiency. These two factors contribute to the 
excess thermal coupling with the satellite. 

The above deficiencies manifested themselves in the reduced data by contributing to the large 
errors in the resultant values of T, and A as shown in the orbit 43 data. Some of the resultant 
error is inherent in the physical nature of the process, since the solution of the heat transfer 
equations for Te and A involves temperatures to the fourth power and differences of large numbers. 
Additional sources of error in Te and A are errors in data processing and calibration. 

A considerable amount of radiation data has been obtained from the Tiros III and IV low reso- 
lution radiometers. To date, only a few orbits of these data have been studied extensively because 
the automatic data reduction system is not yet operational. Because of large uncertainties, the 
absolute values of T, and A have limited application in studies utilizing the radiation data. How- 
ever, the relative measurements of T, and A should still provide useful information for the areas 
on the earth where data are available. 
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IMPROVEMENT EFFORTS 

Further improvement of a low resolution radiometer was attempted for the second generation 
weather satellite, Nimbus. The objectives were to improve the radiometer performance by: 

1. Reducing the excessive thermal coupling between the radiometer detectors and the satellite. 

2. Improving the reflection coatings on the reflecting cones so that they would adequately re- 
flect all radiation onto the detectors. 

3. Improving the infrared absorptance and solar reflectance of the white detector. Also, since 
Nimbus will be earth oriented, the deterioration of the white coating from ultraviolet ra- 
diation exposure becomes more important than it was in the Tiros radiometer. 

The initial effort was centered on reducing the coupling effects. The approach to the investi- 
gation of this problem was to employ a different method of mounting the detector at the terminal 
base of the cone, use different schemes for the electrical leads from the detector, and try to 
minimize the applied bias power. These investigations indicated that the degree of coupling could 
not be significantly improved over that attained with the Tiros radiometer. 

A white coating (Naval Research Laboratory Type II) was found which did not show much de- 
terioration from ultraviolet exposure and which had a solar-weighted reflectance of 75-80 per- 
cent. However, this paint was somewhat deficient in absorption in the infrared. The cone reflec- 
tance was improved by a better aluminizing technique. 

With the present state-of-the-art limitations, further improvements of the deficiencies could 
not be made, since the radiometer was to be a low cost experiment. Therefore, development of a 
low resolution radiometer for Nimbus was discontinued. 

CONCLUSION 

The evaluation of the calibration data indicated that a strong thermal coupling existed between 
the radiometer detectors and the satellite and that the white detector coating and the cone optics 
were inadequate in spectral response. Improvement of these deficiencies would aid in reducing 
the probable errors of A and Te, which were found to be approximately k8 to 514 percent and rt249(, 
respectively. With the present experiment, it is expected that improvement in the reflected solar 
radiation calibration could reduce the probable error in A to approximately *7 percent and in Te 
to approximately *2 1 “K. 

For the Tiros low resolution radiometer, limitations on data coverage reduce the value of the 
data for heat balance studies. However, the relative measurements of T, and A still should 
provide useful information for the areas on the earth where data are available. 
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Efforts to improve the performance of the low resolution radiometer were only partially suc- 
cessful because of limitations of the state-of-the-art. Development was discontinued because of 
the disproportionate cost in achieving an instrument which was to be of low cost. 
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